Abstract-We have developed and evaluated a new approach to fast neutron and neutron-gamma detection based on large-area multilayer composite heterogeneous detection media consisting of dispersed granules of small-crystalline scintillators contained in a transparent organic (plastic) matrix. Layers of the composite material are alternated with layers of transparent plastic scintillator material serving as light guides. The resulting detection medium-designated as ZEBRA-serves both as an active neutron converter and a detection scintillator which is designed to detect both neutrons and gamma quanta. The composite layers of the ZEBRA detector consist of small heavy-oxide scintillators in the form of granules of crystalline ZWO, BGO, GSO(Ce), and other materials. We have produced and tested the ZEBRA detector of sizes 100 mm × 100 mm × 41 mm, and determined that they have very high efficiency of fast neutron detection (up to 49% or greater), comparable to that which can be achieved by large sized heavy-oxide single crystals of about Ø40 × 80 cm 3 volume. We have also studied the sensitivity variation of fast neutron detection by using different types of multilayer ZEBRA detectors of 100-cm 2 surface area and 41-mm thickness (with a detector weight of about 1 kg) and found it to be comparable to the sensitivity of a 3 He-detector representing a total cross section of about 2000 cm 2 (with a weight of detector, including its plastic moderator, of about 120 kg). The measured count rate in response to a fast neutron source of 252 Cf at 2 m for the ZEBRA-GSO(Ce) detector of size 100 mm × 100 mm × 41 mm was 2.84 Hz/ng of 252 Cf isotope, and this count rate can be doubled by increasing the detector height (and area) up to 200 mm × 100 mm. In summary, the ZEBRA detectors represent a new type of high efficiency and low-cost large-area solid-state neutron detector that can be used for stationary neutron/gamma portals. They may represent an interesting alternative to expensive, bulky gas counters based on 3 He or 10 B neutron detection technologies.
I. INTRODUCTION
O NE of the main challenges in nuclear security is the creation of detection systems for fast neutrons and mixed neutron/gamma radiation that would be highly efficient, small sized, inexpensive, easy to use, rugged and robust with respect to unfavorable conditions, and reliable in operation. Reliable recognition of illegal nuclear materials, in particular, weapongrade uranium 235 U and plutonium 239 Pu, as well as certain radioactive constituents of "dirty" bombs, requires the creation of detectors with high-detection efficiency for fast neutrons (not less than 50%).
Due to the limited supply of the 3 He isotope [1] that is used in traditional 3 He gas counters for detection of special nuclear materials, extensive efforts to find alternative gas-, organic-, liquid-, and solid-state detectors for detection of fast neutrons have been actively pursued (see [2] - [11] and others). A certain success in the development of new types of detectors of fast and thermal neutrons has been reached (see [12] - [17] and others). However, most of these technical solutions have an essential drawback.
Nearly, all the most prominent newly proposed detectors for the replacement of 3 He counters can efficiently detect only slow/thermal neutrons, relying on the radiative capture reactions of 6 Li, 10 B, and some other nuclei with very highthermal absorption cross sections, but relative insensitivity to fast neutrons. The probability of detection of fast neutrons with these 6 Li or 10 B systems without using plastic moderators (needed to thermalize the fast neutrons) is on the orders of magnitude lower, and the efficiency of that detection does not exceed a few percentage. Even with massive and voluminous moderators to thermalize the fast neutrons, the fast neutron detection efficiency is not higher than 10%-20%, and for 3 He detectors about 10%.
To address this essential drawback, we previously developed a new approach to neutron detector design, using single crystals of heavy-oxide scintillators [ZWO, CWO, BGO, GSO(Ce), etc.] for direct detection of fast neutrons without large-scale thermalization [18] - [26] . This allowed us to realize the increased fast neutron detection efficiencies of up to 50%-70%. For detection of fast neutrons, the inelastic scattering reaction on heavy nuclei was used, and the single-crystal 0018-9499 © 2018 IEEE. Personal use is permitted, but republication/redistribution requires IEEE permission.
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scintillator played a double role (two in one)-as an efficient converter of fast neutron energy into secondary gamma quanta of intermediate energies, and as a scintillator that detects these internal gamma quanta in either a counting or spectrometric mode. Our further studies have now shown the possibility to also create a comparably efficient detector of fast neutrons using a novel composite scintillation structure, again relying on direct detection of fast neutrons through their interaction with materials of high-effective atomic number. The fabrication costs of such composite scintillator structures can be 5-10 times lower in comparison with single crystals of comparable size. It should also be noted that such an approach, with a transition from homogeneous (single layer) to heterogeneous (multilayer) design of detectors was also considered in several other works [27] - [32] searching for new, more efficient types of composite neutron detectors.
As a basic element, we developed an original heterogeneous scintillation structure (we use the name ZEBRA for it), which is comprised a series of alternating plates of two types-plates consisting of small particles of heavy-oxide crystalline scintillator material [i.e., ZWO, BGO, GSO(Ce), PWO, etc.] embedded in a plastic scintillator matrix, and plates of a clear plastic material, which simultaneously serves as a moderator and a light guide for output of scintillation photons. In detecting fast neutrons, such a detector medium utilizes, to the maximum extent, not just one, but several channels of neutron interaction with heavy nuclei-inelastic scattering of fast neutrons scattered at different angles into the moderator, as well as resonance capture and radiative capture of neutrons moderated inside the detector by elastic scattering in hydrogen-containing plastic. For the moderator/light guide layers, one can also use plates of plastic scintillators which serve the additional functions of scintillation and spectrumshifting activation. (In the latter case, the layer of plastic serves also as a scintillator that simultaneously detects both gamma-quanta emitted in the heavy-oxide composite layer as a result of inelastic and resonance scattering of fast neutrons, and recoil protons from elastic scattering of fast neutrons in the plastic itself.) The detection of fast neutrons simultaneously over several channels of their interaction substantially increases total detection efficiency.
II. EXPERIMENTAL SETUP FOR NEUTRON MEASUREMENTS
We have previously reported on research and development of fast neutron detectors based on large-size solidstate single heavy-oxide scintillator crystals [18] - [26] . In this paper, we focus on multilayer composite structures also using heavy-oxide BGO, ZWO, and GSO(Ce) scintillators. The experimental setup and scheme of the experiments are shown in Figs. 1 and 2 .
To measure the main parameters of both single crystal and multilayer composite scintillation detectors for fast neutrons, we used a special experimental installation. Its schematic design is shown in Fig. 1 . Using this installation, we carried out measurements of the efficiency and sensitivity of fast neutron detection with scintillator structures of different types and sizes. At its basic length of 3 m, the installation has three operator-controlled movable platforms for placement of detectors and radiation sources; two platforms are movable horizontally, and one platform-vertically. The positioning accuracy of each platform is not less than 0.1 mm. Specially, designed software allows measurements to be carried out in either a semiautomatic or an automatic regime.
Our experimental scheme for fast neutron registration is shown in Fig. 2 . Neutron measurements for fast neutrons from a 239 Pu-Be source with a neutron flux 0.95 × 10 5 n/s (flux density at 100 cm from the source −0.76 n/s · cm −2 ) or a 252 Cf source with a neutron flux 2.35 × 10 6 n/s (flux density at 100 cm from the source −1.7 n/s · cm −2 ) by different scintillator detectors were made using a scintillation gamma spectrometer with an analog-to-digital converter (ADC), which allowed recording of pulses from 1 up to 30 μs. The doubleintegration time of the spectrometer amplifier was 6 μs, and the voltage on the photo-multiplier tube (PMT) was 760 V. The spectrometer was equipped with a charge-sensitive preamplifier. To obtain unambiguous correspondence between the occurrence of a neutron interaction and the appearance of the counting pulse in the working window of the detection system, the spectrometric signal integration time constant was chosen to be sufficiently high for all scintillators. From the amplifier-shaper output, the signals come to the ADC input. The measured value was the number of spectrometer pulses in the working spectrometric window during the same time interval.
Our method of measuring neutron detection efficiency assumes a "spherical" geometry and isotropic nature of the neutron source. The source was placed inside a lead sphere of 10-cm diameter with a 10-mm diameter opening (thickness of inner Pb layer 40 mm). The lead shield ensured discrimination of the accompanying gamma radiation of the source. In addition, the source could be coupled with a 1-mm screen of gadolinium oxide to eliminate thermal neutrons. Repeat measurements did not vary more than 1% with respect to the measured neutron flux.
III. MULTILAYER COMPOSITE HEAVY-OXIDE SCINTILLATOR DETECTORS
To detect radiation (i.e., neutron/gamma flux), we prepared a new form of composite scintillator fast neutron detector (brand ZEBRA). These detectors are comprised layers of a composite of granular scintillator particles embedded in transparent plastic (The dimension of the granules ranges from 50 to 200 μm, and the layer thickness is about 1 mm.) These composite layers are alternated with the layers of transparent plastic material (of thickness 5 mm) that serve as light guides for the detector structure. For the light guide layers, we used nonscintillating plastic materials. (Multilayer detectors with scintillating plastic materials will be investigated in our future work.) In the light channel layers, light is collected and transmitted to the edge of the guide and then registered by a PMT (we used the Hamamatsu model R1307 PMT for this purpose).
We assembled different [ZWO, BGO, and GSO(Ce)-based] 13-layer detectors (100 mm × 100 mm × 41 mm) by optically coupling the composite scintillation panels (1-mm thicknesses) with PMMA (Plexiglas) light guide layers (5-mm thicknesses), having polished all the surfaces. All of these detectors were carefully studied, and their neutron registration effectiveness was preliminarily tested using 239 Pu-Be and 252 Cf neutrongamma sources. The sketch on Fig. 3 and the photograph in Fig. 4 illustrate the detector medium and its scheme of operation in response to neutron irradiation.
Our previous measurements of the dependence of detection efficiency and sensitivity (for their definitions, see Section V) of heavy-oxide scintillator single-crystal detectors on crystal thickness showed a practically linear relationship up to 40 mm. (For higher scintillator single-crystal thicknesses, the detection efficiency plateaus and thereafter remains essentially constant.) But for composite multilayer ZEBRA detectors with a crosssectional dimension of 100 mm × 100 mm and comprised 5-6 heavy-oxide scintillating layers representing a total composite thickness of up to 6-8 mm, we find that the ZEBRA detector sensitivity is similar to that of single crystals of a diameter of 40 mm and a height of about 80 mm or more. We suspect that this is due to the presence of the additional plastic in both the composite layers and in the alternating light guide layers. We believe that the interactions of neutrons with these materials include resonance and radiative capture interactions which have higher cross sections than inelastic scattering. The process of neutron scattering within the detector can result in a decrease of neutron energy below the inelastic threshold. For this reason, in addition to detecting the direct signal from inelastic scattering, our method includes measurements in other channels to also detect neutrons of reduced energy which interact by resonance and thermal capture (Fig. 5) .
We have observed a significant increase (up to 70%-80%) in the efficiency of fast neutron detection by single-crystal detectors with the use of a surrounding layer of plastic of thickness from 1 to 10 mm. This can be explained as a shift of neutron energy in and below the resonance region due to moderation. Registration of this interaction is enhanced by the fact that the cross sections for radiative capture σ c and σ res are greater than that of inelastic scattering σ in as is demonstrated by the data in Table I . Note that the interactions include σ c -radiative capture of thermal neutrons (energy below 0.5 eV), σ res -resonant integral for capture of neutrons of intermediate energies, and σ in -inelastic scattering of fast neutrons (100 keV-10 MeV). Cross-sectional values are given in barns.
The main difference between ZEBRA-detectors and wellknown conventional "capture gated detectors" [30] - [32] is that the latter are based on thermalization and the use of thermal neutron capture nuclei (such as 113 Cd, 155 Gd, and 157 Gd) with very large-thermal capture cross sections for the (n, γ ) th reaction. In contrast, ZEBRA detectors incorporate layers comprised composite heavy-oxide scintillator particles. These layers include heavy (Gd, W, Bi, and others) and/or medium mass (Zn, Ge) nuclei which have relatively high probabilities of both fast neutron (energy above about ∼1 MeV) inelastic scattering and resonance neutron interactions (resonance capture with gamma quanta and conversion electron emission) in an intermediate energy range from tens of electronvolts to tens of kiloelectronvolts. In addition to inelastic neutron scattering, the resonance neutron interaction (capture) reaction is a key reaction for operation of ZEBRA detectors.
Within the framework of our experimental scheme (Fig. 2) , we carried out a set of measurements for detection of fast neutrons by heavy-oxide single-crystal scintillators [ZWO, BGO, and GSO(Ce)] and multilayer composite scintillators [ZEBRA-ZWO, ZEBRA-BGO, and ZEBRA-GSO(Ce)]. These experiments included measurement of the spectrometric response of detectors to gamma-quanta spectra emitted from fast neutron interactions with heavy scintillator nuclei and measurements of neutron detection efficiency. Fast neutron scintillation response for a detector based on the multilayer composite scintillator ZEBRA-ZWO of size 100 mm × 100 mm × 41 mm.
IV. SCINTILLATION RESPONSE TO FAST NEUTRONS AND GAMMA RADIATION
For the heavy-oxide scintillator single crystals BGO, ZWO, GSO(Ce), and some others (for example, CWO and PWO), it was found that the spectra of secondary gamma-radiation recorded from inelastic reactions (n, n γ ) under irradiation by fast neutrons (0.1-10 MeV) are qualitatively similar among different crystal types in the energy range E γ = 20-300 keV. The spectra obtained from the 239 Pu-Be source with Pb protection are shown in Fig. 6 . Our estimates show that more than 90% of all the integral signal is recorded by the pulse analyzer in the spectrometric range of E γ = 20-300 keV. The maximum sensitivity of the heavy-oxide single-crystal scintillator response to fast neutrons was just in this range. Measurements in the spectrometric range above 1 MeV are characterized by a small amplitude of the neutron response pulses, since gamma quanta of such high energies are formed with low probability in inelastic scattering.
The scintillation response of multilayer ZEBRA detectors obtained from the same 239 Pu-Be source with Pb protection from the accompanying gamma radiation are shown in Figs. 7-9 . The neutron flux density was 0.46 n/s · cm −2 . The value of pulse counts is given in logarithmic scale.
In Figs. 7-9 , channel number 200 corresponds to the detection of secondary gamma-quanta energy of about 5 keV, and the channel number 2000 corresponds to a gamma equivalent energy of 50 keV. The main scintillation response of Fast neutron scintillation response for a detector based on the multilayer composite scintillator ZEBRA-BGO of size 100 mm × 100 mm × 41 mm. Fig. 9 .
Fast neutron scintillation response for a detector based on the multilayer composite scintillator ZEBRA-GSO(Ce) of size 100 mm × 100 mm × 41 mm. ZEBRA detectors to fast neutrons is limited by the low-energy spectrometric range below 60 keV for detection of secondary gamma quanta. This confirms that resonant neutron capture (n, γ ) res plays an important role in ZEBRA detectors.
We have also investigated the scintillation response of ZEBRA detectors to gamma radiation from the 137 Cs 662-keV peak. The corresponding spectra are shown in Figs. 10-12 . The gamma quanta flux density on the detector was 22.79 photon/s · cm −2 ). The value of the pulse counts is presented on a logarithmic scale.
The scintillation response of ZEBRA detectors for gamma quanta extends to higher energies than for neutrons. But the total count rate corresponding to one incident gamma quantum is much less than for neutrons. For the developed ZEBRA detectors based on ZWO, BGO, and GSO(Ce) composites, the relative detection efficiencies for neutrons was about ∼2-4 times that for gammas. This is much better than the corresponding intrinsic ε n /ε γ rejection factor for bulk organic (plastic) scintillators which have a typical value of ∼0.4.
V. FAST NEUTRON DETECTOR EFFICIENCY AND SENSITIVITY
Having prepared samples of the ZEBRA multilayer composite detection medium using different heavy-oxide scintillator materials, we tested them and compared their performanceefficiency and sensitivity-with that of single-crystalline detectors and a 3 He system.
Operating in the spectrometric mode with a limited working energy range for the detector instrumental spectrum, we can sum up the number of recorded pulses and thereby determine the counting rate V for the pulses from all recorded neutrons, as well as the background counting rate V 0 without the source.
After calibrating the detecting system, we obtain the detection efficiency ε as
where k is the calibration coefficient, which is equal to the average number of counting pulses per recorded neutron; k c is the correction coefficient due to the fast neutron flux attenuation in the case when protection from gamma quanta is present; F and F 0 are the known neutron fluxes from the source and background, respectively, at the point of recording by the detector; since the neutron background value F 0 F, it is usually neglected. Detection efficiency is then given as a percentage, Hz/nps, %. Fig. 13 presents our measurements of neutron detection efficiency for our heavy-oxide scintillation detectors, both single crystal and ZEBRA composite types. Fig. 13 shows the results of this comparative assessment and also indicates the measured efficiency of different heavy-oxide scintillators in crystalline and multilayer composite forms.
The measured detection efficiency for a ZEBRA-GSO(Ce) structure of dimension 100 × 100 × 41 mm 3 (containing six active layers of the composite scintillator) is about 49% and can be increased further by increasing its thickness, that is, by increasing the number of active layers.
Sensitivity η of detector is defined as the ratio of the count rate of the useful signal to the flux density of the incident neutrons
where I and I 0 are the neutron flux densities from the source and in the absence of a source (background), respectively, at the point of recording by the detector. Detector sensitivity is expressed in cps/(nps · cm −2 ) units, i.e., in area units. Within the framework of the geometry of planar parallel "narrow beams," the following relationship can be used:
where we introduce the effective area S eff = Scos ψ of the total sensitive surface of the detector; S is the apparent area of the detector surface in the direction of irradiation; cos ψ is the average value of the cosine of angle ψ between the normal surface and the irradiation direction. Thus, for multilayer ZEBRA detectors of dimensions 100 × 100 × 41 mm 3 under irradiation normal to the plates, sensitivity is expressed by the relation η ≈ ε × 10 2 [cm 2 ]. For example, the measured detection sensitivity for a ZEBRA-GSO(Ce) detector of dimension 100 × 100 × 41 mm 3 is 49 Hz/(nps · cm −2 ). This compares favorably to the detector sensitivity of 32 Hz/(nps · cm −2 ) of a 160 cm × 10 cm 3 He counter which exhibits a fast neutron detection efficiency of 2% (see Fig. 13 ).
Noting that the activity of 1 ng of "fresh" nuclide 252 Cf per solid angle unit is 2.314 × 10 3 nps/ng (see [34] ), the flux density of fast neutrons at the distance of 2 m passing through a surface of a detector is equal to 0.058 nps/ng. Therefore, the relationship between detector sensitivity η and equivalent threshold sensitivity η252 Cf of the counting rate for reliable recording of the 252 Cf at the distance 2 m from the detector is η252 Cf ≈ 0.058 η. The ZEBRA-GSO(Ce) detector output sensitivity reaches 49 Hz/(nps · cm −2 ), which corresponds to a threshold sensitivity of 2.84 Hz/ng when the neutron flux comes from a 252 Cf source at a distance of 2 m from the detector. Thus, the obtained sensitivity exceeds the generally accepted standard of 2.5 Hz/ng [35] . Moreover, the sensitivity of ZEBRA detectors can be made twice as high-up to 5 Hz/ng and more-by increasing the area of the plates.
The efficiency (1) and sensitivity (2) of neutron detectors are improved by increasing the cross-sectional area S of the crystal across the direction of incident neutron flux. To increase the neutron detection sensitivity, theoretical [see (3) ] and experimental investigations clearly indicate that the crosssectional area (as well as the volume) of the detector facing the direction of neutron flux should be increased, with the desired cross-sectional area being up to tens or hundreds of square centimeters. While achieving such enhancement with single crystals is quite limited due to limitations in the crystal growth processes, it can be readily achieved with the ZEBRA-type structures. The design and fabrication technology of the ZEBRA-type detector allows the creation of neutron-gamma detectors characterized by high sensitivity at relatively low costs for portable inspection systems. The sandwich structure can be comprised any number of plates, with no limitations for thickness or area.
At the same time, to investigate the possibility of suppressing accompanying gamma radiation, we have also developed a method for detection of fast neutrons against the background of intense gamma radiation [26] . Neutron-gamma separation was achieved using a specially developed algorithm based on measured data by using the well-known "window" method for different parts of the energy spectrum. This will permit us to achieve n/γ ratio rejection of 10 3 -10 4 and more.
VI. CONCLUSION
We created and tested a new type of multilayer composite detector (brand ZEBRA). In this detector medium, a composite that is comprised granules of the scintillators ZWO, BGO, and GSO(Ce) dispersed in transparent plastic compound is alternated with layers of clear plastic that serve as light guides. The fast neutron sensitivity of these detectors with a size of 100 mm × 100 mm × 41 mm compares favorably with detectors based on large size crystals, but the composite structures are cheaper and capable of manufacture in larger dimensions.
This paper represents a significant advancement from earlier single-crystal detector types as part of our effort to explore alternatives and improvements to the conventional 3 He counter. This paper directly detects fast neutrons while the 3 He counter relies of neutron thermalization prior to detection. This limitation of the 3 He counter restricts its efficiency in fast neutron detection to not more than about 10%, whereas the new method of direct detection of fast neutrons and multilayer detectors enables efficiencies of up to 40%-50%.
The anomalously high efficiency of the multilayer composite scintillators can be only qualitatively explained by taking into account the main types of interactions of neutrons with the scintillator and moderator/light guide layers of ZEBRA detectors. More detailed theoretical analysis would be desirable, with quantitative calculations for these mechanisms. Furthermore, the development of the heterogeneous (multilayer) composite scintillator detector design and the choice of optimum detector materials and geometry need to ensure the best "price-quality" ratio would be also necessary.
